GPB 3300

Barometer
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200.0... 11000 mbas | 225.0_B26.0 mm
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In case of doubt, please return device to manufacturer for repair or maintenance.

3. Warning: Do not use this product as safety or emergency stop device, or in any other
application where failure of the product could result in personal injury or material damage.
Failure to comply with these instructions could result in death or serious injury and material
damage.

4 Operation and Maintenance

o [f the symbol “LOBAT” is displayed at the left side of display, the battery is weak, measuring can
be continued for a short period. If “bAt” is displayed in the main display the battery is used up

~and needs to be replaced. Measuring is no more possible.

e The battery has to be removed, when storing device above 50 °C.

Hint: = We recommend removing the battery if device is not used for a longer period of
time! Risk of leakage
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